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INTRODUCTION
The human auditory system enables the detection and discrimi-
nation of sounds and provides speech intelligibility in noise, a 
necessary ability lacking in a listener with sensorineural hearing 
loss. Thus, the ability to discern speech from noise is the main 
demand of many listeners with sensorineural hearing loss. Di-
rectional microphone technology is the main digital signal pro-
cessing (DSP) technology employed in modern digital hearing 
aids to improve speech intelligibility. Directional microphones 
utilize multiple microphones or ports (at least two microphones 
or ports) and spatially separate speech from noise to improve 
signal-to-noise ratio. By clarifying speech and lessening noise, 
this technology improves the listener’s ability to understand 
speech in noisy environments. The ability of directional hearing 
aids to improve speech perception under noisy conditions has 
been demonstrated by different studies, which utilized different 
variables, tools, and methodologies [1]. These studies, however, 
investigated speech perception in noise among participants with 
normal hearing [2], and mild to moderate hearing loss [1]. By 
contrast, speech performance in participants with severe hearing 
loss has not been widely investigated. 
Acceptable noise level (ANL) is a subjective measurement 
used to evaluate a subject’s performance in noise. The ANL was 
introduced by Nabelek et al. [3] as a test for evaluating a sub-
ject’s willingness to tolerate noise while listening to a running 
speech. It is quantified as the difference between the most com-
fortable level (MCL) of a running speech and the background 
noise level (BNL) of a competing babble noise tolerated by the 
subject (ANL=MCL–BNL). Listeners with a lower value of 
ANL can tolerate a higher level of noise than listeners with a 
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higher value of ANL. A high ANL indicates that the listener can-
not tolerate a high level of noise. If a special DSP algorithm of 
the user’s hearing aid (for example, directional microphone) de-
creases noise, the user’s ANL decreases relative to a baseline 
condition under which the algorithm is not used. The ANL ben-
efit, which is obtained by subtracting the ANL obtained under a 
specific condition from the ANL obtained under the baseline 
condition, can be used to show the effectiveness of a special 
technology for reducing noise. In addition, it is indicative of a 
subject’s listening comfort in noise. Thus, ANL can be used to 
evaluate the benefit provided by different hearing aid technolo-
gies. However, despite numerous studies on ANL and its appli-
cation in various research designs, the belief that hearing loss 
and ANL result are unrelated continues to persist. In fact, all re-
lated studies on ANL have investigated subjects with normal 
hearing or mild to moderately severe sloping hearing loss. Stud-
ies on the ANL of subjects with severe hearing loss have not 
compared the ANL of the subjects under unaided and aided 
conditions [4] (for a thorough review, refer to [5]). A major origi-
nal work from Nabelek et al. [6] investigated listeners with 
moderate sloping hearing loss. No study has compared the ANL 
results obtained under unaided or aided conditions of subjects 
with severe and less hearing loss. For example, a study on the 
ANL of participants with severe hearing loss did not present the 
details of hearing thresholds and did not compare the ANL re-
sults of the participants under unaided and aided conditions [7]. 
In addition, the real ear measurement (REM) was not used to 
verify amplification; thus, the conclusion and generality of the 
results of the study are unreliable. An Australian study [8], which 
included normal and hearing-impaired participants with differ-
ent degrees of hearing losses, did not compare the ANL results 
obtained under unaided and aided conditions. Thus, the studies 
that utilized ANL to evaluate the effect of directional micro-
phone technology have involved subjects with less than severe 
hearing loss.
On the other hand, there are some factors that can influence 
ANL, such as audiogram configuration [9], speech intelligibility 
[10], binaural versus monaural directional amplification [11], 
duration of hearing aid usage [11], personality type [12], and 
meaning of competing speech noise for the BNL measurement 
[11]. The slope of the audiogram affect the ANL outcome [9]. 
Listeners with good low frequency hearing thresholds had high 
ANLs. ANL measures increase with the increasing difference 
between the averages of hearing thresholds for high and low 
frequencies. This result suggested that various mechanisms likely 
underlie the ANL outcomes of listeners with different audio-
gram slopes or hearing losses. In addition, openness personality 
dimension [12], binaural directional amplification, less meaning-
ful competing noise, and long experience of hearing aid usage 
[11] allow users to accept a greater amount of background 
noise. 
Therefore, we designed the present study to address the inad-
equacies of the above studies on ANL: (1) few studies have in-
vestigated the benefits derived by listeners with severe hearing 
loss from directional hearing aids; (2) no study has compared 
the ANL values of subjects with different degrees of hearing loss 
(mild–moderate vs. severe) under unaided and aided conditions; 
(3) no study has utilized ANL to investigate the benefit derived 
from directional hearing aids by subjects with severe hearing 
loss. 
Finally, the main questions of the present study are as follows. 
(1) Are the ANLs of subjects with mild–moderate and severe 
hearing loss under unaided and aided conditions significantly 
different? (2) Are the ANL benefits derived by subjects with 
moderate and severe hearing from the use of directional micro-
phone technology significantly different? In summary, our study 
aims to compare the performance of two groups of subjects 
with moderate or severe hearing loss on the basis of ANL results 
under unaided, omnidirectional-aided, and directional-aided 
conditions.
MATERIALS AND METHODS
Participants
A total of 34 participants with hearing loss (19 males and 15 fe-
males) and who used hearing aids (with at least 2-year experi-
ence of hearing aid amplification) participated in the present 
study. All participants, who had symmetric sensorineural hear-
ing loss (less than 10 dB difference between ears across 250–
8,000 Hz), were unilateral hearing aid user. The word recogni-
tion scores of all subjects were higher than 72% (in terms of 
speech audiometry results from the 50-word list) and all their 
aided thresholds across hearing frequencies were in range of 
20–40 dB (HL) (Fig. 1). All measurements were taken unilateral-
ly (19 right and 15 left ears). The first group (G1) included 17 
subjects with moderate sensorineural hearing loss (Fig. 1) and 
the second group (G2) included 17 subjects with severe sensori-
neural hearing loss (Fig. 1). The hearing loss range of the partici-
pants in G1 ranged from mild to moderate in low frequencies 
that extended to severe hearing loss in high frequencies. The 
  Listeners with severe hearing loss still derived benefits from 
directional hearing aids that are equivalent to that derived by 
listeners with moderate hearing loss. 
   The acceptable noise levels (ANLs) of the severe hearing loss 
group are significantly different under unaided and omnidirec-
tional-baseline conditions. 
  Our results consistently showed that ANL is related to the de-
gree of hearing loss; severe hearing loss is associated with high 
ANL. 
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hearing loss range of the participants in G2 ranged from moder-
ate to severe in low frequencies and severe to profound in high 
frequencies. The mean age of the participants in G1 was 63±5 
years and that of participants in G2 was 66±5 years. Age was 
not statistically and significantly different between groups. 
Hearing aid fitting
The study was accomplished in two phases: (1) phase 1 included 
the invitation and interview for study participation. To control 
for cognitive effects, each participant was evaluated using the 
Mini-Mental State Examination (MMSE). The criterion in the 
present study was a cutoff score of 23 or higher on the MMSE 
[13]. Basic audiometry evaluation was accomplished after ob-
taining signed written consent from the participants. Participants 
were subjected to otoscopy evaluation, immittance audiometry, 
pure tone audiometry, and speech audiometry. An ear impres-
sion was taken from each participant for the fabrication of an 
earmold. This session lasted 1.5–2 hours on average for every 
participant. (2) Phase 2 included hearing aid fitting, REM, and 
ANL measurements. Motion 301 P BTE, a Siemens BTE hear-
ing aid (Siemens, Munich, Germany) was used as the hearing 
aid in this study. FP35 hearing aid analyzer (Frye Electronics, 
Beaverton, OR, USA) was used for REM. Hearing aid amplifica-
tion was adjusted by National Acoustic Laboratories-Nonlinear 
2 (NAL-NL2) targets for inputs of 50, 65, and 80 dB sound 
pressure level (SPL). The stimulus Digital Speech (Frye Electron-
ics Co. Beaverton, OR, USA) was used for REM measurements. 
All amplification measures where in the range of ±3 dB from 
NAL-NL2 targets for the mentioned inputs in G1 participants. 
However, in G2 participants, the NAL-NL2 targets were not 
provided in the range of ±3 dB for high frequency ranges 
(4,000–8,000 Hz). In this group, hearing aid was fitted in maxi-
mum gain for high frequency range. Nevertheless, on average, 
the hearing aid amplifications for all participants of G2 were 12, 
10, and 7 dB less than NAL-NL2 targets for inputs of 50, 65, 
and 80 dB SPL in high frequency range (4,000–8,000 Hz). In 
addition, the maximum pressure output was set in accordance 
with the NAL-NL2 targets for warble pure tone at an input 90 
dB SPL. Given the effect(s) of vent or open fitting on the perfor-
mance of the directional microphone [14-16], an unvented ear-
mold was used for all participants. ANL measurements were 
randomly performed under three various conditions: unaided, 
omnidirectional-baseline, and directional conditions. This session 
lasted 1.5–2 hours on average with a rest period during ANL 
testing if necessary. During all measurements, the untested ear 
was occluded by the participant’s own ear impression. The ethi-
cal committee of the Shahid Beheshti University of Medical Sci-
ences (IR.SBMU.RETECH.REC.1396.182) approved all the 
used procedures, methods, and tests.
Test materials
Acceptable noise level 
ANL was introduced by Nabelek et al. [3], and is a quantitative 
measurement of a listener’s noise tolerance. ANL is composed 
of two measurements: MCL and BNL. For MCL measurement, 
a running story was presented to the subject through a front 
speaker 1 m away and starting at 30 dB HL. Then, a clinical 
technician asked the subject to adjust the level of speech to their 
comfort preference by showing his/her thumb up or down to in-
crease or decrease the level of speech. Speech was adjusted in 
decrements or increments of 5 dB. Before testing, a written doc-
ument was given to the subject to clarify the various stages of 
Fig. 1. The mean audiograms (A) and the aided audiograms (B) of moderate (G1) and severe (G2) hearing loss. Bars show the standard devi-
ations.
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test and the subject’s task during testing. In addition, the task 
was explained orally before MCL measurement. At the range of 
the preferred comfort level, the decrement or increment 
changed to 2 dB steps. After determining the preferred MCL of 
the participant, the level of the running story was increased and 
decreased significantly (i.e., 10 dB) to show the upper and lower 
limits of the sound to the subject. The subject was asked again to 
adjust the sound level to their preference for MCL. MCL mea-
surement was performed thrice and the average MCL was re-
corded as the subject’s MCL measure. For BNL measurement, 
the running story was presented to the subject at the obtained 
MCL and a 12-talker babble noise was added and played at 30 
dB HL. During this stage, the subject was asked to adjust the 
level of noise to a level that they could not tolerate and could 
not follow the speech higher than that level. After the initial de-
termination of BNL, the level steps were decreased from 5 to 2 
dB. The BNL measurement was obtained thrice, and the average 
was calculated and recorded as the final BNL. Finally, to obtain 
ANL, BNL measurement was subtracted from MCL measure-
ment: ANL=MCL−BNL.
To determine the effect of amplification, the ANL benefit was 
calculated for each group by subtracting the ANL obtained un-
der the omnidirectional-baseline condition from the unaided 
condition. Similarly, the ANL measure obtained under the direc-
tional condition was subtracted from that obtained under the 
omnidirectional-baseline condition to calculate the ANL benefit 
under the directional condition. The Persian version of ANL, 
which was developed and validated by Ahmadi et al. [17], was 
used in the present study. 
Statistical method
IBM SPSS ver. 24.0 (IBM Corp., Armonk, NY, USA) was used 
to analyze the study data. Descriptive statistical parameters, 
such as the mean and standard deviation of the ANL results 
were considered. A mixed repeated-measurement analysis of 
variance test was performed to determine statistically significant 
differences at the 0.05 level in ANL under different conditions. 
In addition, various conditions were compared using the Bon-
ferroni test as a post-hoc analysis. In this analysis, the within-
subject factor is six various conditions (2 groups×3 conditions). 
The paired samples t-test was used to compare ANL benefits. In 
addition, the Pearson test was performed to evaluate the proba-
ble correlation between results.
RESULTS
Most comfortable level 
Table 1 shows the MCL ranges and means (and standard devia-
tions [SDs]) of G1 and G2 groups under the unaided, omnidi-
rectional-baseline-aided, and directional conditions. As shown in 
Table 1. The range and mean of MCL, BNL, and ANL for two groups of hearing loss (G1 and G2) under unaided, omnidirectional-aided, and 
directional-aided conditions
Variable
G1 G2
Unaided
condition
Omni-baseline
condition
Directional
condition
Unaided
condition
Omni-baseline
condition
Diretional
condition
MCL (dB HL) 56 to 79
(69.76±5.76)
29 to 62 
(52.00±7.13)
30 to 61
(52.65±6.80)
80 to 94 
(88.00±3.70)
54 to 68 
(61.76±3.61)
54 to 69 
(62.65±3.55)
BNL (dB HL) 58 to 80
(69.05±6.09)
31 to 63
(51.70±7.61)
35 to 65
(55.17±7.01)
74 to 89
(83.82±4.05)
52 to 66
(58.94±3.73)
56 to 68
(63.05±3.07)
ANL (dB) –2 to 6 
   (0.82±2.48)
–3 to 5 
  (0.29±2.61)
–5 to 1
(–2.53±2.15)
1 to 8
  (4.18±2.35)
–1 to 9
  (2.88±2.44)
–4 to 9
(–0.41±1.77)
Values are presented as range (mean±standard deviation).
MCL, most comfortable level; BNL, background noise level; ANL, acceptable noise level; G1, moderate hearing loss; G2, severe hearing loss.
Fig. 2. Mean most comfortable level (MCL) values of moderate hear-
ing loss (G1) and severe hearing loss (G2) under unaided, omnidi-
rectional-baseline, and directional conditions. Error bars indicate 
95% confidence intervals. *P<0.001, significant differences be-
tween intra- and intergroup results, respectively. 
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Fig. 2, the MCL means of the moderate hearing loss group are 
significantly lower than that of the severe hearing loss group un-
der all three mentioned conditions (F1.1,36=867.42, P<0.001, 
η2=0.96). Overall, significant differences exist between the un-
aided and omnidirectional-baseline conditions (P<0.001), the 
unaided and directional conditions (P<0.001), and the omnidi-
rectional-baseline and directional conditions (P<0.001). Al-
though the maximum difference between the means of the two 
groups are 18.24 dB under the unaided condition, the difference 
between means of MCLs under both omnidirectional-baseline 
and directional conditions is nearly same (9.76 and 10 dB, re-
spectively).
The MCL measurements of the moderate group are signifi-
cantly different under unaided and omnidirectional-baseline 
conditions (P<0.001) and unaided and directional conditions 
(P<0.001). There is not a significant difference between omnidi-
rectional-baseline and directional conditions (P=0.330) (Fig. 2). 
Similarly, significant differences exist in the MCL measurements 
of the severe hearing loss group between the unaided and omni-
directional-baseline conditions (P<0.001), the unaided and di-
rectional conditions (P<0.001). Again, the MCLs of omnidirec-
tional-baseline-aided and directional-aided conditions are not 
statistically significant (P=0.330) (Fig. 2).
Absolute ANL 
Under the unaided, omnidirectional-baseline-aided, and direc-
tional conditions, the ANL ranges of the moderate and severe 
hearing loss groups are –2 to 6 vs. 1 to 8; –3 to 5 vs. –1 to 9; 
and –5 to 1 vs. –4 to 9 dB, respectively (Table 1). As indicated in 
Table 1, the ANL means (and SDs) of two different groups are 
0.82±2.48 vs. 4.18±2.35; 0.29±2.61 vs. 2.88±2.44; and 
–2.53±2.15 vs. –0.41±1.77 dB under the unaided, omnidirec-
tional-baseline, and directional conditions, respectively. Com-
parison of the ANL means shows that the ANL means of the G2 
group are significantly higher than that of the G1 hearing loss 
group under all three mentioned conditions (F1,32=14.29, P= 
0.001, η2=0.30) (Fig. 3). There are significant differences be-
tween the unaided and omnidirectional-baseline conditions 
(P=0.039), the unaided and directional conditions (P<0.001), 
and the omnidirectional-baseline and directional conditions 
(P<0.001). The minimum and maximum differences between 
the means of the two groups are 2.12 and 3.36 dB, which are 
belong to the unaided and directional conditions, respectively. 
As illustrated in Fig. 3, the ANL measurements of the moder-
ate group are not significantly different under unaided and om-
nidirectional-baseline conditions (P=0.110) but are significantly 
different under unaided and directional conditions (P<0.001) 
and omnidirectional-baseline and directional conditions (P< 
0.001). In G2 group, significant differences are observed in the 
ANL measurements of the severe hearing loss group between 
the unaided and omnidirectional-baseline conditions (P=0.023), 
the unaided and directional conditions (P<0.001), and the om-
nidirectional-baseline-aided and directional-aided conditions 
(P<0.001) (Fig. 3).
ANL correlation
The pooled ANL results revealed significant positive correlations 
between unaided ANL and omnidirectional-aided ANL (r=0.75, 
P<0.001), between unaided ANL and directional-aided ANL 
(r=0.76, P<0.001), and between omnidirectional ANL and di-
rectional-aided ANL (r=0.83, P<0.001). Specifically, for each 
group (G1 vs. G2), a significant positive correlation exists be-
tween unaided ANL and omnidirectional ANL (r=0.63, P= 
0.003 vs. r=0.66, P=0.003), between unaided ANL and direc-
tional-aided ANL (r=0.63, P=0.006 vs. r=0.73, P=0.001), and 
between omnidirectional-aided ANL and directional-aided ANL 
(r=0.90, P<0.001 vs. r=0.62, P=0.008). Pearson correlation 
demonstrated a significant positive correlation between the 
hearing thresholds of all frequencies, the average of hearing 
thresholds of 250 and 500 Hz, and the average of hearing 
thresholds for frequencies 1,000, 2,000, 4,000, and 8,000 Hz 
and ANL under the three study conditions (Table 2). 
ANL benefit
The results showed that the ANL benefit under omnidirectional-
baseline and directional conditions in the moderate hearing loss 
group is −0.52±2.06 dB and −3.35±1.99 dB, respectively, and 
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Omnidirectional-baseline
Directional
Overall
Fig. 3. Mean acceptable noise level (ANL) values of moderate hear-
ing loss (G1) and severe hearing loss (G2) under unaided, omnidi-
rectional-baseline, and directional conditions. The overall condition 
is average of ANLs under omnidirectional-baseline and directional 
conditions. Error bars indicate 95% confidence intervals. *Signifi-
cant differences between intra- and intergroup results, respectively.
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that for the severe hearing loss group is −1.29±1.96 dB and 
−4.58±1.58 dB, respectively (Fig. 4). ANL benefit is significantly 
different between the omnidirectional and directional conditions 
for each group (P<0.001 for both groups) (Fig. 4). For each 
group, the ANL benefit derived under directional condition is 
higher than that derived under omnidirectional condition (Fig. 
4). However, the ANL benefits of the two groups are not signifi-
cantly different (P=0.270 and P=0.060 for the omnidirectional 
and directional ANL benefits, respectively). 
DISCUSSION
This study demonstrated that listeners with severe hearing loss 
still derived benefits from directional hearing aids that are 
equivalent to that derived by listeners with moderate hearing 
loss. Although their unaided and aided ANLs were significantly 
higher than that of subjects with moderate hearing loss, the par-
ticipants with severe hearing loss obtained almost equal benefit 
from directional hearing aid. While unchanging their MCLs, di-
rectional microphone technology changes just their BNLs and 
consequently their ANLs. This result suggested that a directional 
hearing aid, by reducing noise through spatial separation, could 
provide listening comfort to listeners with severe hearing loss in 
a noisy environment. A similar study with different study design 
[1] utilized the connected speech test to investigate the potential 
benefit of directional hearing aids for subjects with severe hear-
ing loss. The study found that directional hearing aids provided 
significant benefits for hearing-impaired people in a complex 
listening environment. The directional hearing aid can provide 
listening comfort without degrading speech intelligibility. How-
ever, directionality benefits obtained under laboratory and real-
life conditions are inconsistent. Additional research under real-
life conditions is necessary to determine the practical benefits of 
directional hearing aids for listeners with severe hearing loss. 
Interestingly, Nabelek et al. [6] reported that unaided or aided 
listening conditions do not provide significantly different ANL 
results, a finding that is duplicated in the present study. Although 
we obtained a similar result for the moderate hearing loss group, 
the ANLs of the severe hearing loss group are significantly dif-
ferent under unaided and omnidirectional-baseline conditions. 
This inconsistent finding might be explained by multi-factors 
such as the different characteristics of hearing loss degrees, us-
age and benefit from speech information, and type of speech 
amplification and presentation. As hearing loss increases, the au-
dibility, dynamic range, frequency resolution, and temporal reso-
lution are decrease. In addition, using speech information in 
each frequency region decreases when degree of hearing loss in-
Table 2. Pearson correlation between hearing thresholds (in each frequency), and average of hearing thresholds in low and high frequencies 
(250, 500, 1,000 through 8,000 Hz) and ANL under unaided, omnidirectional-aided, and directional-aided conditions
Frequency (Hz)
ANL
 Unaided condition P-value Omnidirectional condition P-value  Directional condition P-value
250 0.44 0.009 0.37 0.027 0.44 0.008
500 0.51 0.002 0.46 0.006 0.48 0.004
1,000 0.53 0.001 0.49 0.001 0.52 0.001
2,000 0.50 0.002 0.45 0.006 0.50 0.002
4,000 0.48 0.004 0.42 0.012 0.46 0.006
8,000 0.40 0.016 0.42 0.012 0.38 0.024
Average of hearing thresholds
   of 250 and 500
0.49 0.003 0.43 0.011 0.47 0.004
Average of frequencies 1,000
   through 8,000
0.51 0.002 0.47 0.004 0.49 0.003
Fig. 4. Mean acceptable noise level (ANL) benefit of each group un-
der omnidirectional and directional conditions. ANL benefit derived 
under omnidirectional and directional conditions are shown as blue 
and yellow columns, respectively. *P<0.001, significant differences 
between results. 
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creases [18]. More importantly, the fine characteristics and fre-
quency response of speech in noise, which is amplified by a 
hearing aid (based on NAL-NL2 rationale) [19], are totally dif-
ferent from the same speech that presented from an audiometer 
[20-22]. The participants in the study by Nabelek et al [6]. had 
mild to moderate sloping hearing loss, whereas those in our 
study had moderate to severe hearing loss. ANL is consistently 
related to the audiogram configuration [9]. In addition, our re-
sults consistently showed that ANL is related to the degree of 
hearing loss: severe hearing loss is associated with high ANL. 
This finding is consistent with those of other studies [8,9,23] 
and demonstrates the robable relationship between Pure Tone 
Average (PTA) and ANL: subjects with poor PTA have high 
ANLs. In all these studies, subjects with mild to severe sloping 
hearing loss were evaluated, whereas our study considered two 
groups with distinctly different degrees of hearing loss. Consis-
tent with the results of previous studies, our results suggested 
that poor PTA thresholds are associated with high ANLs. Our 
finding on the positive correlation between ANL and the hear-
ing thresholds of subjects is completely consistent with that of a 
recent study that evaluated the relationship between ANL and 
hearing thresholds [9] among people with mild or moderate 
sloping hearing losses. These findings suggested that, in addition 
to hearing aid technology, the degree of hearing loss could affect 
ANL. Thus, the degree of hearing loss should be considered 
when aided ANL is estimated on the basis of unaided ANL re-
sults. 
Finally, to control the influencing factors on ANL (as men-
tioned in Introduction), the ANL measurements were accom-
plished in the study groups while controlling the factors. We 
measured ANL for monaural amplification with using 12-talker 
noise as the competing noise among participants with at least 
2-year experience of hearing aid amplification. Unfortunately, 
the personality type could not be controlled because there is 
not the valid Persian questionnaire. Therefore, the obtained re-
sults are limited to the study condition. Further research is 
needed to investigate other possible conditions. Also, the above 
results were obtained under a specific listening condition with-
out any reverberation and with a hearing aid model with its 
own directional microphone technology. Thus, the results of the 
present study could not be generalized to all hearing-impaired 
subjects under various amplification conditions. The hearing aid 
DSP can affect speech intelligibility under the condition that 
speech and noise both originate from the listener’s front [24].
The results of the present study showed that, first, ANL and 
pure tone thresholds are related. Second, although the absolute 
ANL of the listeners in the severe hearing loss group was signifi-
cantly higher than that of the listeners in the moderate hearing 
loss group, their derived benefit was equivalent to that derived 
by the listeners in the moderate hearing loss group.
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